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10 January 2001

J Temperley

Health and Hygiene (Pty) Ltd

PO Box 347

Sunninghill 2157

South Africa

Dear Mr Temperley

Re: Testing of disinfectants for efficacy against foot-and-month disease virus

Disinfectant F10.FM

Name of company Health and Hygiene (Pty) Ltd

Batch number 000100

Date of manufacture 14 November 2000

Expiry date Not given

This product met the requirements against FMD virus at the requested dilutions of 1: 250 and

1: 500 at a temperature of 22oC in hard water containing 1% foetal calf serum.

This product failed the requirements against FMD virus at the requested dilution of 1: 1000 at

a temperature of 22'C in hard water containing 1% foetal calf serum.

Having demonstrated that F10.FM was effective against FMD virus at concentrations of

1: 250 and 1: 500 may I point out that you are not to state or imply that the Institute for Anirnal

Health, Pirbright Laboratory recommends or approves this product for use against FMD

V11TIS.

A table of the test results on all the disinfectants submitted by you is enclosed.

Yours sincerely

Mr SM Williams

Disinfectants Laboratory

cc: Dr P J Wilkinson
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Results of the tests on disinfectants 710 - pH 7.0 and 710 - pH 10.0

Infectious virus titre (logio PFU/ml)

Dilution
Test 1 Test 2 Test 3

710 pH 7.0

1: 125 5.5 4.9 4.1

1:250 5.6 5.7 4.4

1: 500 Not done 5.6 4.7

Control virus 7.5 6.7 5.9

£10 pH 10.0

1: 125 5.6 5.5 3.7

1:250 5.9 5.4 3.7

1: 500 5.7 Not done 3.7

Control virus 7.5 6.7 5.9

Results of the tests on disinfectant F10.FM

Infectious virus titre (10gio PFU/ml)

Dilution
Test 1 Test 2 Test 3

1: 250 No plaques No plaques No plaques

1:250 No plaques No plaques No plaques

1: 500 No plaques No plaques No plaques

1: 500 No plaques No plaques No plaques

1: 1000 2.6 3.8 4.7

Control virus 6.4 6.8 6.7


